An IMRT (Sliding Window) plan was designed with the Eclipse for each patient and each density approach. Photon beams of 6 MV from a Varian Clinac 2100 CD equipped with the Varian Millennium 120 MLC were used. Patient's dose distributions were calculated with AAA algorithm. The plans were optimized to meet the dosimetric requirements given by the ROSEL protocol (www.clinicalTrials.gov; ID = NCT00687986). All Eclipse plans (a total of 20) were sent to the Mobius3D software (M3D, Mobius Medical Systems, LP, Houston, TX) to be recomputed using CCCS algorithm, by keeping the same monitor units. The CCCS algorithm was factory-configured with independent basic input data for our linac model. Only the linac output and the MLC dynamic leaf gap were adjusted in the M3D system in order to match our linac. The plans computed by the Eclipse and the M3D software were compared using the 3D gamma tool. The global gamma criteria of 5%/3 mm was used. Passing gamma rate was the metric used for the PTV and OARs for comparison aim. The '95% PTV coverage' (minimum dose received by the 95% of the PTV) was also compared for both systems (Eclipse and M3D). Results: 1) 3D Gamma of the PTV: when the density was not overwritten, a gamma passing rate of 74.4% was detected in a case (range: 74.4% to 100.0%). When the density correction was performed, gamma passing rates were always ≥ 90.0% (range: 91.6% to 100%). 2) 3D Gamma of the OARs: gamma passing rates ≥ 99.0% were observed for all OARs, irrespectively of the density approach adopted.
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1 Hong Kong Sanatorium & Hospital, Medical Physics & Research Department, Happy Valley, Hong Kong (SAR) China Purpose/Objective: In tomotherapy, the rate of dose falloff at the superior and inferior boundaries of the target depends on the field width. A field width of 1cm is typically used in stereotactic radiosurgery in order to achieve high dose conformity but at the expense of longer delivery time. Recently, a dynamic jaw technique was introduced. The dynamic jaw technique provides a variable jaw size so that larger field size could be used to produce highly conformal dose distribution at the superior and inferior of tumor borders at the same time minimize the delivery time. In this study, the plan quality and delivery time were investigated for stereotactic radiosurgery plans using dynamic jaw technique and compared with that using fixed jaw technique. Materials and Methods: Three cylindrical targets with lengths of 2.5cm, 3cm and 4cm in superior-inferior (SI) direction and an identical diameter of 3cm were used in this study. The targets were delineated at the center of a cylindrical solid water phantom in the tomotherapy treatment planning system. For each target, stereotactic treatment plans were created using the conventional fixed jaw technique with jaw width of 1cm and dynamic jaw technique with jaw width of 2.5cm, respectively. Other planning parameters were kept identical for this plans.6Gy was prescribed to 95% volume of PTV. Pitch of 0.1 and modulation factor of 1.5 was selected. The plans were optimized for 30 iterations then dose was calculated. The delivery time, target coverage, conformal index and dose fall-off in superior-inferior borders of the targets were compared for the plans of each target length using different delivery techniques. Results: There were no significant difference in quality between the treatment plans generated using fixed jaw and dynamic jaw technique. The mean conformal index for all plans, defined by the ratio of the volume covered by the prescription dose to the volume of the target, was 1.21 with a standard deviation of 0.02. Same minimum dose of 5.99Gy and mean dose of 6.6Gy was achieved for the targets in all plans. The mean maximum dose to the targets was 6.15Gy with a standard deviation of 0.15Gy. Same dose fall-off in SI direction was achieved regardless the delivery technique been used. The distance between 80% to 20% isodose lines at the superior and inferior of tumor borders was 0.75cm in all plans. However, In comparison to the fixed jaw technique, the delivery time using dynamic jaw technique were reduced by 37.1%, 39.9% and 44.3% for target length of 2.5cm, 3cm and 4cm, respectively. Conclusions: For stereotactic treatment using tomotherapy system, if the target length is longer than 2.5cm in SI direction, dynamic jaw technique with jaw width of 2.5cm could be used to reduce the delivery time so that the effect of intra-fractional motion of the patient could be reduced. Purpose/Objective: NCS report 22 states that 'an appropriate calculation grid size for dose calculation is advised and special attention should be given to the shape of the depth dose curves for each clinically used grid size'. The same report recommends to verify output factors and depth dose curves of small fields. 5 % agreement between measured and planned data is recommended. During commissioning of a new model in Pinnacle of our Elekta linacs special attention was given to the limits of the small IMRT beams modeling in order to apply the most appropriate calculation grid size. Materials and Methods: Tangential, in-axis and off-axis fields are often used in IMRT treatments and those fields were investigated with a width varying from 8 mm to 30 mm. The length of the fields was 60 mm. Percent depth dose curves were computed and compared using 4/2/1 mm grid sizes and output factors were measured using a small cylindrical and a liquid filled ionization chamber for off-axis field settings. Chamber orientation was selected to be optimal; axial for de pinpoint chamber (PTW 31006) and lengthwise parallel for the liquid ion chamber (PTW 31018). Both chambers are dedicated for small beams but both are also underestimating the output of the smallest field due to the volume effect.
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